Effect of some solutions on HGP contact lens parameters.
The effect of five common contact lens solutions on the overall diameter and base curve radii of PMMA, siloxane/acrylate and fluorosiloxane/acrylate lenses was studied. The alcohol containing cleaner, Miraflow, caused a significant swelling and base curve change of the siloxane/acrylate and fluorosiloxane/acrylate lenses with 30 minutes or longer soaking. Miraflow did not affect PMMA lenses. None of the other solutions tested affected any of the lenses tested.